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PREFACE

Standard Reference Materials (SRM's) as defined by the
National Bureau of Standards are "well-characterized mate-
rials, produced in quantity, that calibrate a measurement
system to assure compatibility of measurement in the nation."
SRM's are widely used as primary standards in many diverse
fields in science, industry, and technology, both within the
United States and throughout the world. In many industries
traceability of their quality control process to the national
measurement system is carried out through the mechanism and
use of 5RM's. For wmany of the nation's scientists and tech-
nologists it is therefore of more than passing interest to
know the details of the measurements made at NBS in arriving
at the certified values of the SRM's produced. An NBS series
of papers, of which this publication is a member, called the
NBS Special Publication - 260 Series is reserved for this
purpose.

This 260 Series is dedicated to the dissemination of
information on all phases of the preparation, measurement,
and certification of NBS-SRM'"s. ‘In general, much more de-
tail will be found in these papers than is generally allowed,
or desirable, in scientific jourmal articles. This enables
the user to assess the validity and accuracy of the measure-
ment processes employed, to judge the statistical analysis,
and to learn details of techniques and methods utilized for
work entailing the greatest care and accuracy. It is also
hoped that these papers will provide sufficient additional
information not found on the certificate so that new appli-
cations in diverse fields not foreseen at the time the SRM
was originally issued will be sought and found.

Inquiries concerning the technical content of this
paper should be directed to the author(s). Other questions
concerned with the availability, delivery, price, and so
forth will receive prompt attention from:

Office of Standard Reference Materials

National Bureau of Standards
Washington, D.C. 20234

J. Paul Cali, Chief
Office of Standard Reference Material
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Standard Reference Materials:

ENTHALPY AND HEAT CAPACITY STANDARD REFERENCE MATERIAL:
MOLYBDENUM SEM 781, FROM 273 TO 2800 K

D. A. Ditmars, A. Cezairliyan, S. Ishiharaa, and T. B. Douglas

Institute for Materials Research, National Bureau of Standards
Washington, DC 20234

Abstract

The relative enthalpy of NBS Standard Reference Material No. 781
(99.95 mass-percent pure, polycrystalline molybdenum: a metallic, high-
temperature enthalpy and heat-capacity standard) has been measured with
two differently designed, receiving-type calorimeters in the temperature
ranges 273 to 1173 K and 1173 to 2100 K, respectively. The smoothed
enthalpy data derived from these measurements are believed to have an
inaccuracy not exceeding 0.6 percent at any temperature in these ranges.
The heat capacity of Standard Reference Material No. 781 has also been
measured in the temperature range 1500 to 2800 K using a wmillisecond-
resolution pulse technique with resistive self-heating. This technique
measured, in addition, hemispherical total emittance. In this highest
temperature range, the smoothed heat-capacity data are believed to be in
error by no more than 3 percent. A complete description of all the NBS
experimental techniques and a detailed analysis of all suspected sources
of errors are presented. Equations representing the smoothed NBS enthalpy
and heat-capacity data for SRM-781 molybdenum in the range 273.15 to
2800 K are presented along with a table of these data calculated from
the equations at selected temperatures. A bibliography of all known
publications on the enthalpy and heat capacity of molybdenum has been
compiled. The NBS-measured enthalpy and heat-capacity data for molybdenum
have teen compared with those of all the principal investigators and
compilers reported in the literature.

Key Words: Drop calorimetry; emittance; enthalpy; heat capacity;
high-speed measurements; high temperature; molybdenum; pulse calorimetry;
standard reference material; thermodynamic functions.

a Deceased.



1. Introduction

Calorimetric standard reference materials are employed to verify
the continued, correct functioning of individual calorimeters and to
provide a meaningful basis for intercomparing calorimeters of similar
or ‘different design. The principal criteria for choosing these standard
reference materials ("SRM's'") are that they be readily available in forms
of high purity and stability, that the thermal property for which each
was chosen be accurately known, and that they themselves contribute no
extraneous heat effects which would significantly affect the inaccuracy
or imprecision of measuring the thermal properties.

The National Bureau of Standards has played a leading role in
developing and promoting such SRM's for applications in combustion
calorimetry, solution calorimetry and differential thermal analysis [l]a.
Since 1970, the National Bureau of Standards has also offered pure
synthetic sapphire (a-Al1,03) as an SRM for enthalpy and heat-capacity
measurements over the temperature range 273 to 2250 K. This certifica-
tion of a-Al1,03 was based upon relative-enthalpy measurements on this
material carried out at NBS [2,16].

Due to significant advances in high-temperature materials and
measuring technology in recent years, a need has arisen for enthalpy and
heat-capacity SRM's usable at temperatures above 2250 K. 1In addition,
many of the newer high-temperature techniques for measuring thermophysical
properties are restricted to materials which are more amenable to physical
shaping than a-Al1,03 and which exhibit metallic electrical conductivity.
Molybdenum was chcsen from among the candidate refractory materials for
a high-temperature enthalpy and heat-capacity SRM since it possesses all
the required qualities described above. 1Its high melting point (2894 K)
[3] affords a considerable extension of the temperature range above that
covered by a-Al7C3. Also of importance is the fact that there exists
a considerable published body of thermophysical data for molybdenum
(see section 7). The extensive documentation of its physical, chemical,
and thermal properties in the literature lends confidence in the choice
of it as an SRM.

The National Bureau of Standards Office of Standard Reference
Materials ("OSRM'") has obtained a quantity of annealed, polycrystalline
molybdenum rod in diameters 3.18 and 6.35 mm. Specimens chosen at
random from this material were used in relative-enthalpy measurements on
molybdenum over the temperature ranges 273.15 to 1173 K and 1173 to
2100 K. Two different designs of receiving-type calorimeter were used
in these measurements. Up to 1173 K, a Bunsen ice calorimeter was used
and above thie temperature (there being negligible overlap of thesc two
temperature ranges), an adiabatic receiving-type calorimeter was used.
In addition, the heat capacity of another specimen chosen from the same
OSRM lot was measured over the temperature range 1500 to 2800 K. The

aFigures in brackets refer to literature references in section 9 of this
paper.



data up to 2800 K were obtained by using a millisecond-resolution
pulse-calorimetric technique employing resistive self-heating of the
specimen. This technique simultanecusly measured the heat capacity and
the hemispherical total emittance. In the following sections, all details
of the thermal measurements with the three calorimeters are described.

All the NBS enthalpy and heat-capacity data are critically examined to
evaluate causes affecting their imprecision and overall inaccuracy. The
NBS relative-enthalpy and heat-~capacity results are compared with all
significant original data on these properties reported in the literature
for molybdenum.

2. Samples

The molybdenum for the enthalpy znd heat-capacity measurements was
chosen from the stock of 3.18-mm and 6.35-mm-diameter rods made available
by the NBS Office of Standard Reference Materials as SRM-781. These had
been obtained from the General Electric Company where they were made by
sintering high-purity powder, swaging, grinding to final diameter and
annealing at 1725 K in a high vacuum. Two specimens of 3.18-mm-diameter
rod, denoted as specimens "A" and ''C", were used in the measurements;
also, two specimens of 6.35-mm-diameter rod, called specimens '"B' and
"D". In addition, a few enthalpy measurements above 1173 K were made
on a specimen (designated "E'"), machined from a rod of 3-pass electron-
beam zone-refined polycrystalline molybdenum obtained from the Materials
Research Corporation (MRC) of Orangeburg, NY. Specimen "E" was classified
by MRC as being of "MARZ grade'2 and having a purity of 99.992 mass
percent. '

2.1 Sample Characterization
2.1.a Qualitative Spectrochemical Analyses

Portions of three specimens - A and B (OSRM sample) and E (MRC
sample) — were analyzed separately. The results are glven 1n table 1.
In the case of specimen E, special care was taken to remove all surface
contamination, to consume the sample completely in the arc excitation and
to use a high-purity reference sample of molybdenum. This analytical
technique does not account for the important non-metals, but indicated
a total metallic impurity level less than 0.02 percent for specimens A
and B and a lesser metallic impurity level for specimen E, consistent
with the supplier's claimed purity.

2.1.b Spark-Source Mass Spectrometry

A specimen from the OSRM lot from which specimens A and B were
taken was first etched in nitric acid, then washed with distilled water
and boiled in distilled water to clean the surface. This specimen was
then presparked to identify and remove any remaining surface contamination.

dUse of company or trade-names does not imply recommendation by the
National Bureau of Standards.



Table 1

Qualitative spectrochemical analyses of the molybdenum
samples, in mass percent

OSRM Sample (SRM-781) [ MRC Sample 1
Element? Specimen A Specimen B Specimen E
(3.18m diam. rod) (6.35mm diam. rod) (triple-zone-
refined)
% % %

Al 0.001 - 0.01 0.001 - 0.01 ?

Ca < 0.001 < 0.001 < 0.0001

Cu < 0.001 < 0.001 < 0.0001

Fe 0.001 -~ 0.01 0.001 - 0.01 < 0,0001

Mg < 0.001 < 0.001 < 0.0001

Mo > 10 > 10 > 10

Si < 0.001 < 0.001 < 0,001

The following elements were also analyzed for, bLut wnut detected: Ag, As, Au, B, Ba,
Be, Bi, Cd, Ce, Co, Cr, Ga, Ge, Hf, Hg, In, Ir, La, Mn, Na, Nb, Ni, Os, P, Pb, Pd,

Pt, Rh, Ru, Sb, Sc, Sn, Sr, Ta, Te, Th, Ti, Tl, U, V, W, Y, Zn, and Zr. The estimated
limit of detection of any alkali metal is 0.005 percent.



Table 2

Mass - spectrometric analysis of a representative specimen

from the SRM-781 molybdenum lot

Elements Measuredb Elements Showing Interferenceb
Impurity ' Impurity Impurity Impurity
Element level? |Element level 2 Element level Element level?@
Ag 1 Sb 0.5 Ar <20 N <10
Al 7 Si 40 Au <10 Nb <3
As 2 \'4 0.4 B <0.1 Ni <20
Ca 9 W 56 Ba <l (o] <30
Cr 12 Zn 0.26 C <3 Os <6
Cu 15 cd <8 Pd <6
Fe 40 Cc1 <0.1 Pt <4
Ga 0.1 Co <7 Re <1
K 20 Cs <0.2 Rh <0.2
Mn 2 In <0.5 S <1
Mo (matrix) Ir <3 Sc <0.3 ?
L
P 0.6 Li <0.3 Sn <30 i
Rb 0.3 Mg <31 Ta <25 t
i
;

a
Parts per million (ppm) by mass.

b
H and He were not analyzed for and interference was complete for F, Ne, Na, and Ti.

In

addition to the elements listed, the following were repurted as 'not detected' and werec
estimated to be present - if at all - in amounts not exceeding 1 ppm (some estimated at

substantially lower levels; e.g., Be <0.01 ppm.):
Hf, Hg, Ho, I, Kr, La, Lu, Nd, Pa, Pb, Pm, Po, Pr, Pu, Ra, Ru, Se, Sm, Sr, Tb, Tc,
"Interfercnce' refere to the obecuring of lines for a

T1, Tm, U,

Xc, ¥, Yb, and Zr.

given element by Mo matrix lines and lines from other impurities.

Ac, Be, Bi, Br, Ce, Dy, Er, Eu,

Ge, Gd,
Te, Th,



The mass-spectrometric results are given in table 2. Note the near-
completeness of the coverage of the elements, and particularly, the low
levels of low-atomic-weight elements., The apparent enthalpy and heat
capacity of molybdenum would be particularly affected by the presence of
these elements; see section 6.1. This analytical technique indicated a
total impurity of 0.02 percent by mass of the elements detected, and set
a total upper limit of 0.02 percent by mass for the elements (except F,
Ne, Na, and Ti) partially masked by major interference.

2.1.c Electronic Characterization (RRR ratio)

Measurement of the residual resistivity ratio (RRR: the ratio of
the electrical resistivity of a metallic specimen at the ice point to
its resistivity at the normal boiling point of helium) has been applied
for estimating the concentration of metallic impurities and defects in a
metallic specimen [4,5]. The RRR's of sixteen specimens of 6.35-mm-
diameter molybdenum rod chosen from the OSRM lot were measured using an
eddy-current decay method [83, 84, 85]. In this method, prior cleaning
and annealing of the specimens was important. The specimens were chosen
randomly from the 6.35-mmdiameter rods (no 3.18-mm-diameter rods were
included) but bore no known relation to specimens B and D discussed
above. They were cleaned with ethyl alcohol, then heavily electroetched
to remove surface contamination. A pure molybdenum electrode in an
electrolyte of sulfuric acid and methyl alcohol was used. Annealing for
one hour at 1273 K in a high vacuum, followed by slow cooling, did not
yield stable RRR's. The adopted conditions, a2 minimum of two annealing
treatments of two hours duration each at 1473 K followed by slow cooling,
did result in RRR values stable within the resolution of the RRR measure-
ments, however. The results of these measurements are presented in table
3. Note that specimen Nos. 2, 4, 9, 11, 13, and 14 seem to form a
fairly homogeneous group with a mean RRR of 70.4 and a standard deviation
of a single observation of 0.7. Also, specimen Nos. 5, 6, 7, 10, 12,
15, 16, and 17 form a somewhat-less homogeneous group with a mean of
58.1 and a standard deviation of a single observation of 1.6. Two
specimens, Nos. 3 and 8, have RRR's of higher value. There is no
known reason for this segregation.

Since the observed RRR values did not agree well with prior observed
RRR values for other metals with similar impurity levels typified by
tables 1 and 2, a hypothetical calculation of the possible overall
impurity level was carried out. In this calculation (see table Al), the
maximum total metallic impurity level has been derived under the
following assumptions: 1) Ca, Mg, and Si are assumed to be absent or at
least to make no substantial contribution to the residual resistivity,
2) Despite the evidence of the qualitative spectrochemical analysis
(table 1), various other transition-metal contaminants are present,
namely Ni, Al, and Co at levels equal to those observed for Fe; and Nb,
Ta, W, and Zr are present at some common, unspecified atomic concentration,
3) Nb, Ta, W, and Zr have equal specific effects on the residual resis-
tivity at 4 K equal to 0.3 uQ+cm per atomic percent of impurity [7].
See table Al.



Table 3

Residual resistivity ratios for OSRM SRM 781 6.35-mm O.D.
molybdenum rods

Specimen No% RRR = EZZlJS Group 2 Group 112
4 K
2P 70.6 70.6
3 80.9 — —
4 69 .4 69.4
5 57.5 57.5
6 58.3 58.3
7 60.7 ~60.7
8 77.8 —_— —_
9 69.9 69.9
10 57.4 57.4
11 711 71.1
12 55.8 55.8
13 70.1 70.1
14 71.2 ' 71.2
15 59.4 _ 59.4
16 56.7 56.7
17 59.2 59.2
Mean 66 .6 70.4 58.1
e
s 8.4 0.7 1.6

For an explanation of this grouping, see text, section 2.l.c.
Specimen 1 was used as the electrode material in etching the other specimens.

c _ .
Computed standard deviation of a single observation.

d . . s .
These specimen numbers are valid only within the context of the residual-
resistivity-ratio mcasurcmente and bear no relation to specimen decignations

accompanying the heat-measurement data.
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The atomic fraction of each of the elements Nb, Ta, W, and Zr
calculated under these assumptions is 0.0307 atom percent (see table Al).
Expressing these fractions as mass percentages and adding the levels of
Fe, Ni, Co and Al, yields an estimated overall metallic impurity level
of 0.216 mass percent. Thus, under these assumptions, the OSRM SRM-781
molybdenum samples may be considered at least 99.78-mass percent pure.
Note that this calculation is based on the RRR of only specimen No. 12.
Specimen No. 3 (RRR = 80.9) under the same assumptions, will have
impurity levels about two thirds of those listed in table Al. This
would correspond to a purity of 99.85 mass percent. The levels of
impurity implied by the RRR characterization far exceed those found by
the spectrochemical and mass-spectrometric analyses detailed in tables
1 and 2. The cause of the disagreement is not known. Because it was
felt to be much more reliable, the mass-spectroscopically-measured purity
has been accepted as the purity of SRM-781.

2.2 Sample Preparation and Assignment

The molybdenum specimens A, B, C, D, and E mentioned above were
subjected to preliminary cleaning and additional annealing prior to the
enthalpy and heat-capacity measurements. The following sections describe
these preparatory procedures and the assignment of the specimens to the
three measuring ranges and calorimeters used in this investigation.

2.2.a Adiabatic-Receiving-Calorimeter Range
(1173 to 2100 K)

Relative enthalpy measurements on each of the specimens A, B, and
E were made in an adiabatic receiving calorimeter in the temperature
range 1173 to 2100 K. Specimen A, which consisted of four sections of
OSRM SRM-781 molybdenum rod, 3.18 mm in diameter and 25.4 mm in length,
was first etched with HNOj3, then with HCl and subsequently cleaned in
boiling distilled water. After this treatment, the surface apparently
discolored when in contact with room air, but without detectable weight
gain; Specimen A was excluded from extended contact with room air there-
after. It was then annealed for two hours at 1473 K and 1.3 kPa pressure
of argon. Specimen B, a single section of OSRM SRM-781 molybdenum rod,
6.35 mm in diameter and 25.4 mm in length was cleaned in the same manner
but was not specially annealed. Note, however, that the first enthalpy
measurement on it was made only after it had been held at about 1700 K
for ahout 40 minutes and this circumstance may have affected its annealing.
At least, a repetiticn of this heating did not change its enthalpy
significantly (see table 6). Specimen E, the high-purity MRC molybdenum,
was cleaned with solvents and boiling distilled water but was neither
etched nor annealed prior to the heat measurements on it. After heat
measurements in the temperature range 1173 to 2100 K were completed,
specimen A was combined with specimen C, described below, and the combina-
tion treated as one composite specimen in all subsequent heat measure-
ments.



2.2.b Bunsen-Ice-Calorimeter Range
(273 to 1173 K)

Relative enthalpy measurements in this temperature range were
carried out on a composite specimen consisting of specimens A and C
together. Specimen C comprised four sections of the 3.18-mm-diameter
OSRM SRM-781 molybdenum rod, each 50.8 mm long. These were chemically
etched and cleaned in the same fashion as specimen A, and subjected to
the same annealing treatment described for specimen A, above.

2.2.c High-Speed, Pulse-Calorimeter Range
(1500 to 2800 K)

Heat-capacity measurements over the temperature range 1500 to 2800 K
were performed on three separate segments of specimen D. For this
purpose, specimen D, a segment of 6.35-mm-diameter OSRM SRM-781 molybdenum
rod, was divided into three equal segments of length 76 mm each. These
segments are designated as specimens D1, D2, and D3. Each of these had
a central cylindrical portion (including the entire segment axis) re-
moved by an electro-erosion technique. This resulted in three tubes of
wall thickness 0.5 mm. The outer surface of each of these three tubular
specimens was then highly polished to reduce heat loss due to thermal
radiation during the high-temperature experiments. Before the start of
these experiments, the three specimens were heat-treated by subjecting
each of them to 20 heating pulses during each of which a maximum tempera-
ture of about 2500 K was attained.

3. Calorimetric Apparatus and Procedure

The enthalpy and heat-capacity measurements of the present
investigation were carried out over three temperature ranges in three
calorimeters of different design and operating principle. The sections
which follow describe these apparatuses briefly under headings appropriate
to each apparatus and provide further literature references to more
detailed descriptions. Also covered are special operational features of
value in evaluating the molybdenum data of this study and further details
on the physical preparation and handling of the specimens during the
measurements. See section 2.1 for details concerning the elemental
characterization of the various molybdenum specimens.



3.1 Bunsen Ice Calorimeter
(Temperature Range: 273.15 to 1173 K)

3.1.a Apparatus

The enthalpy, relative to the enthalpy at 273.15 K, of molybdenum
specimens A and C, combined, was measured over the temperature range
273.15 to 1173 K with a Bunsen ice calorimeter. This is a highly precise
type of phase-change, receiving calorimeter in which an amount of energy
to be measured causes the melting of ice in a spatially confined ice-
water system. The amount of ice melted (or some quantity proportional
to this) is then taken as the measure of this energy. This method and
the apparatus employed at NBS have been described previously in consider-
able detail [2, 8, 9, 10].

Briefly, a sample whose relative enthalpy is to be measured is
first suspended in the isothermal zone of a contrclled-temperature
furnace until it reaches a steady temperature. It is then dropped in
almost free fall into a re-entrant well of the calorimeter. The heat
transferred to the calorimeter as the sample cools to the calorimeter
temperature (very nearly 273.15 K) melts a portion of the calorimeter
ice. The resulting change in volume of the calorimeter's confined
ice-water system is measured with a sensitive mercury dilatometer.
Calibration [9, 10, 11] of the calorimeter (i.e., measuring the propor-
tionality between the energy transferred to the calorimeter and the ensuing
volume change of the ice-water system referred to above) is carried out
with accurately measured quantities of electrical energy converted to
heat in a specially-designed electrical heater which fits within the
calorimeter well. 1In this measurement technique, samples are usually
encapsulated in order to guarantee their integrity and to prevent their
reaction with the furnace atmosphere. Separate enthalpy measurements on
an empty container are made cver the same furnace temperature range as
obtained in the measurements on the container-pl ‘s-sample in order that
the reproducible but unknown heat lost during the fall may be accounted
for. It is not necessary to know this heat loss during the fall explicitly
if one can assume that it is the same for a full as for an empty container.
It then cancels when the empty-container measured heat is subtracted from
that for the container-plus-sample.

2.1.b Procedure

Specimens A and C, comprising a total mass of 20.8297 grams of
molybdenum (approximately 0.2 moles), were hermetically sealed in a 0.3
mm-wall, (90 Pt-10 Rh) container together with helium at several hecto-
pascals? pressure at room temperature. Since it was not practical to
measure separately the relative enthalpy of the container actually used
to hold the molybdenum, the required empty-container enthalpies (see
section 3.l1.a) were derived {rom existing enthalpy measurements (table A2)

.30k = 1 m Hg.
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made on two entirely comparable containers of very nearly the same mass
during a prior enthalpy study (a—Alei, SRM 720 [2].) A total of
fourteen enthalpy measurements at ten temperatures uniformly covering
the temperature range of the ice calorimetric measurements were made on
the encapsulated specimens. The emtpy-container measurements consisted
of a total of twenty measurements on two empty containers in the same
temperature range. Container masses were routinely checked before and
after each measurement to preclude the possiblity of unsuspected leaks
or losses of container material.

The furnace temperature was measured up to 773 K by a platinum
resistance thermometer, and above 773 K by two homogeneous Pt/(90 Pt-10 Rh)
thermocouples. The thermometer and both thermocouples were calibrated
by the Temperature Section of NBS on the scale IPTS-48 but all readings
were corrected [12] to the basis of IPTS-68 [13]. Both thermocouples
were compared up to 773 K with the thermometer in place in the calori-
meter furnace, and a slight adjustment in their calibrations (0.1 K at
and above 773 K) was made to avoid a temperature discontinuity at 773 K.

3.2 Adiabatic Receiving Calorimeter
(Temperature Range: 1173 to 2100 K)

3.2.a Apparatus

The enthalpy, relative to the enthalpy at 298.15 K, of molybdenum
specimens A, B, and E (taken separately) was measured in the temperature
range 1173 to 2100 K with an adiabatic receiving calorimeter. This
apparatus, depicted and partially described in one prior publication
[14], has been used in several other high-temperature enthalpy studies,
notably of tungsten (to 2600 K) [15], aluminum oxide (SRM-720) [16], and
beryllium aluminate (Be0O:Al,03) [17]. Since considerable operating
experience has been gained with this calorimeter and some modifications
to it have been made since the prior description [14], somewhat more
detail will be given here for this apparatus than for either of the two
other calorimeters used in the present study.

The apparatus (see figure 1 of reference [141) consists of an
adiabatic calorimeter positioned above a controlled-temperature, induction-
heated furnace and optically separated from it by a shutter. An
encapsulated specimen of the substance under investigation is suspended
by a tungsten wire in the furnace until it reaches a steady temperature.
This temperature is measured with an automatic optical pyrometer. The
shutter is momentarily openecd and the capsule is then rapidly lifted a
distance of 0.8 m into the adisbatic calorimeter. The shutter is manually
opened and closed on the same timed sequence during all experiments.

The energy transferred to the calorimeter from the specimen and container
while within the calorimeter causes the temperature of the central mea-
suring portion of this calorimeter to rise to a new steady level while

a surrounding shield is simultaneously heated to maintain the temperature
differences between this central portion and the shield at a minimum
(adiabatic principle). The measured specimen energy is calculated as
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the product of the observed temperature rise of the calorimeter and its
total heat capacity (a small correction is made for calorimeter heat
leak). Calibration of the calorimeter (i.e., measurement of its total
heat capacity under adiabatic conditions) is carried out in separate
experiments using accurately measured quantities of energy converted to
heat in an electric heater situated within the calorimeter. Separate
measurements on the heat content of the empty specimen containers are
made at each specimen-measuring temperature. Subtraction of the empty-
container heat-content values from the corresponding heat-content data
for the specimen-plus-container yields the heat content of the specimen
alone. This assumes that the heat loss to the surroundings during the
1ift into the receiving portion of the calorimeter is a function of
container temperature and surface emissivity only and that all lifts
take place in time intervals of equal length. The container is exposed
to a room-temperature zome outside of the calorimeter for about 0.1
second during its transfer from the furnace to the calorimeter.

The central measuring portion of the adiabatic calorimeter consists
of two concentric cylinders, the inner one of nickel and the outer one
of copper. Theseé are thermally coupled to each other through a common
circumferential ring of 8 mm thickness and located between the cylinders
at mid-height. This feature delays the temperature response of the
outer (copper) surface of this central measuring portion by several
minutes and reduces the temperature control problems, at moderate or
high rates of heating, associated with the surrounding adiabatic shield.
A guard jacket surrounds the adiabatic shield and is controlled at a
temperature slightly below that of the shield. The calorimeter heat leak
is thus kept small and almost constant throughout its temperature range.

The rise in the calorimeter temperature during an experiment is
measured with a copper resistance thermometer wound around and cemented
onto the copper cylinder. This has been compared with a platinum
resistance thermometer calibrated by the Temperature Section of the NBS.

Control of the shield and guard is achieved using the information
provided by copper resistance thermometers wound on and cemented to
these bodies. The adiabatic calorimeter has a total heat capacity of
about 2900 joules per kelvin and operates in the range 298 to 338 K.
The electrical energy supplied to the calorimeter during calibration is
calculated from the observed voltage, current, and active time interval
of a heater element situated within the calorimeter. This energy is
also corrected for the observed calorimeter heat leak. The calorimeter
has been electrically calibrated eight times to date and the standard
deviation of the accumulated calibration data points from a smooth
representation is estimated to be + 0.004 percent.

12



The induction-heated furnace consists of a central hollow graphite
core (to couple with the induction coil) with surrounding concentric
layers of carbon black (25 nanometer particle size) and fine silicon
carbide powder, the entirety contained within a heavy-wall quartz tube.
The carbon black and silicon carbide are used for thermal insulation
inside the quartz tube since they do not appreciably couple with the
working coil below 2300 K. After thoroughly degassing the furnace parts
by heating to 2800 K under high vacuum, the calorimeter and furnace are
operated in a 1 em3s™ ! flow of argon at 13.3 kilopascals pressure.
Around the quartz tube is a water-cooled copper working coil shaped as
a solenoid with closer turn spacing near the ends to decrease the
temperature gradient near the furnace core, where the capsule hangs.

One-half centimeter below the lower limit of the normal capsule
position at the center of the furnace is a diaphragm with a 3.18 mm hole.
An automatic optical pyrometer is focused up through this hole onto the
bottom of the capsule for temperature measurement and control of the
furnace. The pyrometer has been periodically calibrated by the Optical
Radiation Section of the NBS. The uncertainty of this instrument is now
estimated (95-percent confidence limits) to be +0.9 K at 1200 K,
+0.8 K at 1350 K, +0.8 K at 1500 K, +1.3 K at 1675 K, and +3.0 K at 2475 K.
Since the furnace temperature measurement is the most critical measure-
ment, extra effort and frequent checks have been exercised to see that
the conditions of the environment during the use of the pyrometer simu-
late those during its calibration and that the system optics are clean.

An exploratory graphite probe the size of the specimen container
was used to measure the temperature gradient along the furnace axis.
This test showed that the temperature along this axis is uniform to
+2.5 K for 20 centimeters upwards from the lower limit of the normal
container pasition at 2300 K after two hours furnace warm-up time.

The capsule 1lifting device, a small servo motor, is driven by an
operational amplifier signal, so chosen as to provide an upwards
acceleration of constant magnitude for the first half of the 1lift of the
hot capsule from the furnace to the calorimeter. The tension in the
lifting wire is constant during the first half of the 1lift and is
essentially zeroc during the second half of the 1ift. The total time of
the 1ift is monitored by an interval timer gated by the amplifier signal.
It does not vary by more than +2 ms out of 600 ms.



3.2.b Procedure

The relative enthalpy measurements on specimens A, B, and E in the
adiabatic receiving calorimeter were completed prior to the measurements
in the Bunsen ice calorimeter described above. The specimen masses were:
A, 8.20415 grams; B, 8.18014 grams; E, 13.95978 grams. During these
experiments, each specimen was contained within a molybdenum capsule
with a closely fitting (but not hermetically sealed) 1id in the argon
atmosphere of the furnace and calorimeter. Both the capsule and the 1lid
were machined from a2 molybdenum rod claimed to be of 99.95-percent purity.
Specimen and capsule masses were measured before and after each enthalpy
measurement. The mass of specimen A did not vary by more than 0.06
milligrams below 2000 K. At 2000 K, a total mass increase of 0.30 milli-
grams (0.004 percent) was observed for this specimen and at 2100 K, the
total specimen mass had increased by 0.40 milligrams (0.005 percent)
above its initial value. The assumption was made that this mass increase
was due to carbon from the furnace atmosphere. It was considered too
small to warrant a correction. Specimens B and E, which were not
subjected to these high temperatures, showed no mass increase.

Twelve furnace temperatures nearly uniformly covering the range
from 1170 to 2100 K were chosen. A table of random numbers selected by
a computer was used to arrange these furnace temperatures in a chrono-
logical sequence. This method of determining the temperature sequence
of the experiments was followed so as to avoid the possible introduction
of a bias into the measurements arising from gradual changes in the
condition of the furnace insulation or in the automatic optical pyrometer.
A total of twenty-seven relative-enthalpy measurements were made, most
of them (twenty) on specimen A; four measurements were made on specimen
B and three on specimen E.

Since the [inal calorimeter temperature 1s in general not equal to
the reference temperature (298.15 K), a small correction is necessary
in order to refer the measured enthalpies to this reference temperature.
The maximum value of this correction occurred in an experiment at 2100 K
and amounted to 2 percent of the net measured heat at this furnace
temperature. In this instance, the final temperature of the adiabatic
calorimeter was 315.65 K. These corrections were applied using the
molybdenum heat-capacity evaluations of references [18] and [19] and are
believed to be in error by no more than 5 percent, thus contributing an
error to the corrected specimen enthalpy not exceeding 0.1 percent.

3.3 High-Speed Pulse Calorimeter
(Temperature Range: 1500 to 2800 K)

3.3.a Apparatus

The heat capacity and hemispherical total emittance of molybdenum
specimen D were measured in the temperature range 1500 to 2800 K using a
millisecond-resolution pulse technique which employed resistive self-
heating of the specimen. The apparatus used in this technique and the
method of calculating the heat capacity from the observed quantities
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have already been described in considerable detail [20,21]. Briefly, the
tubular specimen is heated in a vacuum or inert-gas atmosphere from room
temperature to high temperatures (above 1500 K) in less than one second
by passing an electric current pulse through it. Simultaneously, measure-
ments are made (with millisecond resolution) of the potential difference
across a standard resistor placed in series with the specimen, the axial
potential drop along the specimen and the specimen temperature. The
specimen current is determined from the measured potential difference
across the calibrated standard resistor. The axial potential drop across
the middle one third of the specimen is measured between spring-loaded,
knife-edge probes. A rectangular (0.5 x 1.0 nm) hole in the wall at the
middle of the tubular specimen provides an approximation to blackbody
conditions for optical temperature measurement. The specimen temperature
is measured at the rate of 1200 times per second with a high-speed photo-
electric pyrometer [22] focused on this hole along a diametral axis normal
to the tube axis. The digital data acquisition system used to record

all the measurements is capable of recording a set of signals correspond-
ing to temperature, potential drop and current approximately every

0.4 millisecond with a full-scale signal resolution of about one part in
8000.

3.3.b Procedure

The heat-capacity measurements were performed on three tubular
specimens which had been fabricated from adjacent segments of specimen D.
These were designated specimens D1, D2 and D3. Specimen geometries and
other details are given in section 2.2.c.

In order to optimize the operation of the pyrometer, the entire
temperature interval in which these heat~-capacity measurements were
carried out (1500 to 2800 K) was divided into six smaller intervals (or
"ranges'") as follows:

Range I: 1500 to 1650 K Range IV: 2000 to 2250 K
Range 1II: 1650 to 1800 K Range V: 2250 to 2650 K
Range III: 1800 to 2000 K Range VI: 2300 to 2800 K

In each of these smaller intervals a different absorbing filter was used
in the high-speed, photoelectric pyrometer. At least four pulse experi-
ments were performed in each temperature interval, save interval VI in
which only two were performed. A single pulse experiment normally
provides sufficient data to permit calculation of the heat capacity and
hemispherical total emittance throughout the entire interval. All
specimens were measured at least once in each temperature interval except
that only specimen D1 was measured in the sixth interval.
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The chronological sequence of the 31 experiments which were per-
formed on specimens D1, D2 and D3 is summarized in table 4 to show the
total number of experiments performed on each specimen. All the experi-
ments (except number 12) in the range 1500 to 2650 K were conducted with
the specimen in a vacuum environment at approximately 1.3 x 10 5 hecto-
pascals (v10 5 torr) total pressure. Because of the relatively high
vapor pressure of molybdenum at high temperature, the experiments (numbers
13 and 14) 1in which the specimen was heated to temperatures above 2650 K-
(Range VI) were conducted with the specimen in an argon environment at
about atmospheric pressure. Also, one of the experiments (number 12)
in Range V was performed in an argon enviromment. A comparison of the
results of experiments 11 and 12, one with the specimen in vacuum and
the other in argon, respectively, does not show any difference in the
measured property. Optical measurements performed on the sample chamber
window before and after the pulse experiments did not show any change in
its transmission. Also, mass measurements before and after the complete
set of pulse experiments for each specimen failed to detect any change
in specimen mass. The electrical resistance of each specimen was
measured at room temperature both before and after the pulse experiments,
using a Kelvin bridge. Current and potential-drop measurements on each
specimen during the pulee experimentes provided the data for determination
of the electrical resistivity of SRM-781 molybdenum at 1500, 2000, and
2500 K.

To study the effects which may be attributable to the specimen
heating rate, seven experiments (numbers 20 to 26) in the temperature
Range IV were conducted on specimen D2 using different heating rates
from 1200 to 8000 K*s !. The results are discussed in section 6.4.

These experiments were performed to demonstrate the effect of heating
rate on the measurements and the data were not used in the final smoothing
of the molybdenum heat~capacity data.

The duration of the current pulses in the experiments (excluding
experiments 20 to 26) ranged from 400 to 560 ms and the heating rates
ranged from 5100 to 6800 K*s !, Radiative heat loss from the specimen
amounted to approximately 1 percent of the total energy input at 1500 K,
2 percent at 2000 K, 5 percent at 2500 K, and 8 percent at 2800 K. The
magnitude of the current pulses ranged from 180C to 2500 A.

4. Enthalpy and Heat-Capacity Measurements

4.1 Bunsen Ice Calorimeter: (HT - H273‘15 K)

In any accurate drop calorimetry, including the present work, the
relative enthalpy of the empty sample container is measured separately.
This permits accounting for both heat lost in subsequent enthalpy measure-
ments on the countainer-plus—sample and for the heat conteut of the
container itself. Since it was not practical in the present case to
separately measure the relative enthalpy of the container actually used
to hold the molybdenum, the required empty-container enthalpies were
derived from enthalpy measurements on two entirely comparable empty
containers used in a previous study [2]. These data are repeated for
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Table 4

Chronological order? of experiments performed on

SRM-781 molybdenum specimens D1, D2, and D3

Specimen D1 Specimen D2 . Specimen D3

Range | Temp. Range First Second Third First Second

Code Series | Series Series Series Series

I 1500-1650 1 6 - 15 — 27

I1 1650-1800 2 7 - 16 - 28

III 1800-2000 3 8 - 17 —_ 29

v 2000-2250 4 9 - 18 (20-26) ¢ 30

v 2250-2650 5 10 ll,le 19 _ 31

VI 2300-2800 - — 13°,14° | — - —

%The numbers 1 to 31 indicate the sequence of experiments in the chronological
order performed.

bThese experiments only carried oyt in argon gas at atmospheric pressure. All
other experiments carried out in vacuum (1.3:°1075hPa).

cHeating—rate tests. These experiments excluded in smoothing the
heat-capacity data. See table 12,
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convenience in table A2. In order to reduce the effect of random errors
in these enthalpy data on the empty container,. they were smoothed by
fitting an equation to them by the method of least squares (equation (1)
of reference [2]). This equation is:

Hp = Hypy 1o = (4.529744) (107) (7-273.15)> + (8.068654) (10™°) (7-273.15) 2
+ (1.901653) (T-273.15) - (34.94647)(T-273.15)/T, (CHIN

in which H is given in J and temperature, T, in K (IPTS-68).

The individual measurements on the container-plus-sample are listed
in column 2 of table 5 in the order in which they were measured. These
represent the total mercury mass, Mpo¢.» forced into the calorimeter
during an experiment. These data correspond to temperatures slightly
different than those of column 1 (average difference = 0.4 K and no
difference exceeded 1 K). Therefore, the corrections, &my,y > given in
column 3 must be added to the data of column 2 in order that the gross
observed heats (Qgross, column 4) derived from column 2 correspond to
the temperatures of column 1. These corrections were calculated using
tabulated heat-capacity data on the container materials and the molybdenum
sample [23,24], along with the real observed sample temperatures and a
calorimeter calibration constant of 270.49 joules per gram of mercury [11].
The gross observed heats, QgrOSSa of column 4 were derived by multiplying
the mass of mercury (colummn 2 plus column 3) by this same calibration
constant. The container heat values (@¢ont., column 5) were calculated
from equation (1) using the temperatures of colummn 1. The net measured
sample heats (#,, - Hy73_ 15, column 6) were calculated by subtracting
column 5 from co6lumn 4 and converting to a molar basis (atomic weight =
95.94 [25]). Columns 7 and 8 give the deviations, 8§(Hp - Hy73.15), of
the net enthalpy data from smooth values (§ = net — smooth) calculated
from equation (8). The predominance of negative values for the devia-
tions arises from the fact that equation (8) was fit simultaneously to
three sets of heat data, of which table 5 comprises but one set. See
section 5 for details of smoothing the data.

4.2 Adiabatic Receiving Calorimeter: CHT - H298.15 K
The results of the enthalpy measurements on molybdenum in the
range 1170 to 2100 K are tabulated in table 6. The temperatures of
column 1 are the actual furnace temperatures to which the heat data of
column 4 correspond. Column 2 gives the (random) chronological order in
which the heat data were obtained on the specimens of column 3. This
random order of the measurements was determined with the aid of a table
of random numbers in order to eliminate bias in the measurements due to
possible changes in the quality of the furnace insulation or a possible
gradual change in the automatic optical pyrometer. Columms 4 and 5 give,
respectively, the results of the heat measurements on the container-plus-
sample (Qgrogs) and the empty container (@cont.). A single day's experi-
ments usually consisted of four heat measurements at a single temperature;
two on the container-plus-sample and two on the empty container.

)
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The last measurement of a day was always made on the same system as the
first measurement of that day. Prior investigation had indicated that
one probable cause of difference between these first and last measurements
of a day was a gradual change in the temperature distribution along the
furnace core (even though the apparent container temperature was un-
changed). This difference, for the present measurements, averaged 0.05
percent and did not exceed 0.10 percent of the empty-container heat. 1In
order to reduce the contribution.of this suspected gradual change in
temperature distribution to the overall measurement imprecision, the
measured empty-container heats appear in column 5 corrected to their
expected values at the actual time of the corresponding container-plus-
sample heat measurements.

The net measured sample heat (Hp - Hjgg,15, column 6) was calculated
by subtracting column 5 from column 4 and converting to a molar basis
(atomic weight = 95.94 [25]). Specimen A had an initial mass of
8.20415 g. After the measurement at 2000 K (seventh in the series) its
mass was observed to have increased by 0.3 mg to 8.20445 g and there-
after, to have stayed essentially constant. It was assumed that this
apparent mass increase was due to pickup of carbon from the susceptor.

It was calculated that the error incurred by neglecting the carbon nature
of this addition would introduce an error into the molar enthalpy,

Hp - Hygg .15, no greater than 0.016%. This was considered negligible

and was not corrected for. Specimens B and E, which were not subjected
to the highest temperature, did not change in mass.

The derivation of the smoothed enthalpy values from the data of
column 6 is described in section 5. Prior to smoothing and calculating
the deviations, 8(Hp - Hy73,15) = (Hp - H273.15)meas. —

(Hp - H373 15)smooths aPpearing in colummns 7 and 8, the data of columm 6
were all augmented by an amount, Haeg 15 - Ha73,15 Kk = 593.6 J-mol "1 to
convert them to the base temperature 273.15 K. This enthalpy increment
was derived from a provisional smoothing of relative enthalpy data on
the same sample taken in the range 273.15 to 1173.15 K (see_section 4.1
and table 5). It agrees very well with the value 594 J°mol "1 derived
by Reilly and Furukawa [18] from their analysis of the low-temperature
heat-capacity data for molybdenum. The predominance of positive values
for the deviations of columns 7 and 8 arises from the fact that equation
(8) was derived from a simultaneous fit to three sets of data, of which
table 6 comprises but one set.

4,3 High-Speed Pulse Calorimeter: Cp’ 1500 to 2800 K

The experimental results on the heat capacity of SRM~781 molybdenum
in the temperature range 1500 to 2800 K are given in tables 7 and 8,
while the results on the hemispherical total emittance are given in
table A3, 1In table 7, columms 2, 4, 6, and 8 give values of Cp while
columns 3, 5, 7, and 9 give the deviation of these values from the
corresponding smooth values of C, calculated from equation (7);

€,)) -(Cp)gmooth: 1Two series of heat-capacity measurements,

designatgd "y st" (F) and "second" (S), were carried out on specimen DIl.
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Note that all heating rates for the experiments of tables 7 and 8
exceeded 5000 K-s !. Two series of measurements were also carried out

on specimen D2. The second series, the data for which are tabulated
separately as table 12, was performed to investigate the effect of heating
rate on the heat-capacity data (see section 6.4). The data of table 12
were not included in any final smoothing of the heat-capacity data for
SRM-781. Complete details of the procedure for calculating heat capacity
and hemispherical total emittance from the measured current, potential
drop, and temperature during the pulse-heating and radiative-cooling
periods have been given in reference [21]. 1In the calculation of C,,
using equation (2) of reference [21], values of potential drop (e)

and current (Z) are first calculated from smooth functions at the tempera-
ture at which () is desired. These functions are polynomial smoothing
functions of temperature which are fitted to the ¢ and 7 data recorded

at 0.4 ms intervals (see section 3.3.a). A correction is included in
each heat-capacity datum for heat loss by thermal radiation. This cor-
rection was based on temperature data recorded during the cooling period.
See section 3.3.b for details on the radiative heat losses. Cooling-
period data were not adequate to permit evaluation of hemispherical

total emittance for experiments 2, 15 through 18 and 20 through 30. The
measurements on the three specimens yielded the following average values
for the electrical resistivity of SRM-781 molybdenum (units, uQ-cm):

5.45 at 293 K, 38.1 at 1500 K, 53.3 at 2000 K, and 69.0 at 2500 K.

5. Smoothing the NBS Data

As a first step in obtaining one unified representation of the
enthalpy and heat-capacity data presented in Section 4., the relative-
enthalpy data obtained with the Bunsen ice calorimeter (table 5, column
6) and with the adiabatic receiving calorimeter (table 6, column 6) were
individually smoothed. To accomplish this, each of these sets of
enthalpy data was fitted by the method of least squares with several
different functions, having up to five disposable constants. The
functions chosen to represent these enthalpy data were the ones yielding
a minimum standard deviation of residues of those tried and are as
follows:

Hy-Hazs.15 = - 2333.9 + (25.79244)T + (1.73410 x 107372 -

862.870 anT (2)

The unit of H is J'mol—l; the range of applicability of equation
(2) is 1173.15 K > T > 273.15 K.

Standard deviation of percent residues = 0.28%, and

Hy~Fpog,15 = - (6.18063 x 10°) + (21.6641)T + (3.24129 x 107 )1 +

(1.590 x 10%) exp(-16000/T) (3)
The unit of H is J'mol-ll the range of applicability of equation
(3) is 2100 K > T > 1170 K

Standard deviation of percent residues = 0.13%.
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The heat-capacity data obtained with the pulse calorimeter (tables 7 and
8) were fitted by the method of least squares with the third-degree
polynomial function of temperature, given below:

C, = - 3.0429 + (4.7215 x 10”27 - (2.3139 x 10°2)T% + (4.7090 x

107773 %)

The unit of £ 1is J-mol“l-K—l; the range of applicability of
equation (4) Pis 2800 K > 7 > 1500 K.

Standard deviation of percent residues = 0.57%.

Note that equation (4) was not used further in deriving the unified data
representation. Equations (2) and (3) were differentiated to derive the
corresponding best representations of heat capacity for the individual
enthalpy data sets. Smooth heat capacities were then calculated from
these derived heat-capacity functions at 50 K intervals from 250 to

2100 K. The heat-capacity data measured directly with the pulse
calorimeter (tables 7 and 8) were next combined by arithmetically averag-
ing them at each temperature in 50 K intervals from 1500 to 2800 K.

The smooth heat capacities derived from the enthalpy data and the
average measured heat capacities of the pulse calorimeter measurements
were then assigned weights based on a preliminary estimate of the overall
inaccuracy of the heat-capacity values. Each smooth heat-capacity value
derived from the ice-calorimeter data was assigned unit weight. The
smooth heat-capacity values derived from the adiabatic-receiving-calori-
meter data were all assigned the weight 0.500, and the averaged, measured
heat-capacity data obtained from the pulse-calorimeter data were all assigned
the weight 0.167. Note that the data of the adiabatic receiving calori-
meter and that of the pulse calorimeter overlapped from 1500 to 2100 K.
Al]l these weighted heat-capacity data were then fitted, using the method
of least squares, with a cubic spline function having four knots and of
the form,

3 v 4 3
C =% aT + I b (T-0) s (5)
p 0o V w1 Y v+ )

in which (-0 )4 = 0 for T < ©,. The knot temperatures, O,, were chosen
near suspected inflection points in the heat-capacity function or near
overlap temperatures of the different experimental techniques.
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The coefficients of this cubic spline function for € J°mol " ‘K

and the values of the knot temperatures are as follows:

ag = +1.6078753 x 10" omo1 k!
a, =+ 4.2064833 x 10”2 J.mo1 1.x72
a, = - 6.4321802 x 107 Jemol t-x73
ay = + 3.8567377 x 1078 o1 x4
" 4o 6)
by = - 3.2183846 x 1070 Jemol T K73 0, = 500 K
b, = - 6.2727966 x 107 Jemo1lx74y 0, = 1000 K
by = + 6.5829329 x 107 Jemol Tk 74, 9, = 1500 K
b, =+ 3.2467912 x 107 Je